By Carol Day at 2:48 pm, May 11, 201
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“g@-} STATE PUBLIC HEALTH LABORATORY

Jsrl/ ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT

?{g» MISSOURI DEPARTMENT OF HEALTH AND SEMIOR SERVIGES
? REPORT #7

Complete this report In duplicale at the time of the tegular monthly preventalive malntonance check, and vihengver instrument s repalred,
Bend copy to Depatmenl! of Health and Senlor Services; retain orghnal In dopartmant file.
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LOCATION OF INSTRUMENT [STRERT AND CITY)
Hiid A

G2 S, Ecam kbl Cube. Mo
CHECKLIST: Place a mark in the box by each item if found to be salisfaciory or if opsrating wilhin established limits, (Write In obsarved val-

ues whore determined.) Unmarked itams must be corroctad belore uslig Inslrument

I} DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

& TEMPERATURE OF ALGO SENSOR {10°C - 40°C)

[ PRINTER WGORKING PROPERLY

K TIME AND DATE DISPLAYING PROPERLY
BREATH ALGOHOL ACCURACY STANDARDS

[ SIMULATOR SOLUTION

[ ] COMPRESSED ETHANOL-GAS MIXTURE

B STANDARD SUPPLIER __ (budb LoT#__ JLOYD __expoate _ 1-20-1%
M SIMULATOR TEMPERATURE (34°C r0.2°0) 34 SIMULATOR SN _JN 2288  SIMULATOR EXP DATE _¥-27-42 -1

]E CALIBRATIOM GHECK ~ (OMLY ONE STANDARD {5 TO BE USEDR PER MAINTENANCE REPQRT)
Run three tests using a standard solution, All three tests must be within 25% of the slandard value and musl have a sprerd of 006 or
fegs. Check tha box corresponding to the standard salution beirtg tsed, {PRINTOUT ATTACHED)
X 0.100% STANDARD - MUST READ BETWEEM 0.095% and 0,105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEM 0,076% and 0,084% INCLUSIVE
D 0.040% STANDARD - MUST BEAD BETWEEN 0,038% and 0.042% INCLUSIVE

TESTi=  ,[00 TEST 24 rb TESTS ™ )op

[&l RF1 DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

BEFUSALS & -0 & [105-09) @’ l(.ro-.w il (16-19)  gx (OVER .19) d
List any new parls and desciibe any alteralion or modification that was made lo restore the Instrument to operate satisfacterily and within

eslablished fimils (use other side I necassary).
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820 NORTH 67th STREET ® HARRISBURG, PA 47111-45{1 @ .TELEPHONE: 7{7-584-5470

A |
ﬁt@ GUTH LABORATORIEE, INC.
A

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solutiom for Simulator

Random Samples‘ of Lot Number 16040 of
. Alcohol Reference Solution for Simulator were analyzed by

gas  chromatography on January 22, 2016, using a Perkin Elmer Gas
Chxométograph Autosystem XL $/N: 610N9030209, and fond to contain
0.1223% (wivol) ethyl alcobol. The expiration date for this lot
number is January 20,2018 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances,

SN

Ted L. Pauley, Presfdent
GUTH LABORATORIES,- INC.

NIST Traceability: :
Testing .was conducted using Ceriliiant Reference Standard lot number FNG8051301 whose
values are traceable ro NIST :

All balances are calibrated annually by an outside agency using NIST traceable weights.
Calibration verification is done prior to each use utilizing NiST fraceable waights.
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STATE OF MISSOQURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES 2
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Il
e MICHAEL S CENTUNZI

- ——— A R L]

A e A e

18 hereby authorized to fnstrucl and supervise operalors, traln instructors, inspect, calibrate, perform fleld service and repalrs,
and operale the following breath analyzer(s):

e ALCO-SENSOR 1V WITH PRINTER )

for the detorminallon of the atcoholle content ol biood from g sampie of eXplred air, Painitissustl under the provisions of seclions
577.020 through 577.041, RSMo and 306,111 through 306,119 RSMo.

DATE ...S(3/2016 . —
DIREGTOR OF STATE PUBLIC HEALTH LABORATORY
NUMBER 260213
EXPIRES 2/3/2018
DIRECTOR OF CEPARTIMENT OF HEALYH AND SAN!'OR SERVICRS
P 520-371) {81 LAB4 {RE-1Q)

STATR OF MISSOUR!
DEPARTMENT OF HRALTH AND SEHIOR SERVIGER
SREATH ALCOHOY, PROGRAN

© INSTRUMENT OPERATOR CARD
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Opgeator  CENTUNZ!, MICHAEL
Permit No 280213
Datelssited /%2018  Date Explras 57372018
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